Blood pumps have found applications in heart support devices, oxygenators, and dialysis systems, among others. Often, there is no room for sensors, or the sensors are simply unreliable when long-term operation is required. However, control systems rely on those hard-to-measure parameters, such as blood flow rate and pressure difference, thus their estimation takes a central role in the development process of such medical devices. The viscosity of the blood not only influences the estimation of those parameters but is often a parameter that is of great interest to both doctors and engineers. In this work, estimation methods for blood flow rate, pressure difference, and viscosity are presented using Gaussian process regression models. Different water-glycerol mixtures were used to model blood. Data was collected from a custom-built blood pump, designed for intracorporeal oxygenators in an in vitro test circuit. The estimation was performed from motor current and motor speed measurements and its accuracy was measured for: blood flow rate r 2 = 0.98, root mean squared error (RMSE) = 46 mL . min −1 ; pressure difference r 2 = 0.98, RMSE = 8.7 mmHg; and viscosity r 2 = 0.98, RMSE = 0.049 mPa . s. The results suggest that the presented methods can be used to accurately predict blood flow rate, pressure, and viscosity online.
Introduction
Positive-pressure mechanical ventilation is a highly unphysiological but widely used and needed mode of ventilation. Patients that undergo positive-pressure mechanical ventilation for extended periods of time often develop ventilator-induced lung injuries (VILI) and acute respiratory distress syndrome (ARDS) [1] which can lead to worse quality of life and even death. Usually, extracorporeal carbon dioxide removal (ECCO 2 R) [2] devices are combined with protective ventilation strategies to let the lungs recover. However, ECCO 2 R is a highly invasive procedure that is associated with elevated risks of infection, thrombosis and-due to the high priming volumes-high load on the heart [3] . An intracorporeal membrane oxygenator could be used as a supplementary mode of oxygenation along with mechanical ventilation and thus reduce the mechanical load on the lungs due to the high ventilator pressures. Additionally, an intracorporeal membrane oxygenator could help patients with sufficient lung capacity recover from various lung diseases and injuries by supplementing their spontaneous breathing.
Implantable rotary blood pumps have found wide applications in heart support or replacement [4] , but can also be used as a tool to provide sufficient blood flow through membrane modules [5, 6] .
Materials and Methods

Data Collection and Data Processing
The training and test data sets were acquired from a circulation model (Figure 1 ) consisting of the miniaturized rotary pump, a throttle that varies the hydraulic resistance of the system, absolute pressure sensors (AMS4711-2000-A, Analog Microelectronics, Mainz, Germany) before and after the pumping unit and an ultrasonic flow rate sensor (SonoFlow co.55, Sonotec, Halle, Germany). The system was supervised by a custom LabVIEW (National Instruments, Austin, Texas, USA) program and a real-time microcontroller (cRIO-9074, National Instruments, Austin, TX, USA). The data was stored with a sample time of T s = 0, 1 s. An analog low pass filter was implemented before the analog to digital converter stage with a cut-off frequency of 1.6 Hz. The custom-built 3D printed pumping unit was driven by an ECX-8 motor (Maxon Group, Sachseln, Switzerland). The data post-processing, evaluation of results and training and optimization of the GPR was done in MATLAB (MathWorks, Natick, MA, USA). 
Viscosity and Blood Modeling
Water-glycerol mixtures in different proportions were used to model blood at different hematocrit levels and hence to represent different viscosity values. The mixture of water and glycerol is a Newtonian liquid, while blood is generally non-Newtonian and exhibits a shear-thinning behavior for shear rates < 200 s -1 [23] . However, rotary blood pumps usually develop shear rates in the order of 10 4 s -1 [24] , thus blood can be approximated as a Newtonian fluid with constant viscosity of 3.4 mPa . s in those shear rate ranges. The viscosity of different water-glycerol mixtures was measured and modeled by various groups [25] . It was shown by Cheng [26] that his formula has an average predicting error of 1.3% in a range of 0-100°C and 0-100% water in the water-glycerol mixture. The analytic kinematic viscosity was thus calculated by:
, (1) where and , are the kinematic viscosity of pure water and glycerol, respectively. The term is a function of the mass fraction of glycerol and the temperature of the solution defined as:
with and as polynomials of temperature:
4.9 0.036 .
For ease of mixing with laboratory glass bottles, the mass fraction has been transformed to volume fraction through the density of the liquids. The kinematic viscosity can be transformed into dynamic viscosity by multiplying it with the density of the liquid. The kinematic and dynamic viscosity for the various water-glycerol mixtures used in this work can be seen in Table 1 . The 65/35 water-glycerol volume percentage liquid mixture has approximately the same viscosity as blood with 40% hematocrit in its Newtonian regime. 
Water-glycerol mixtures in different proportions were used to model blood at different hematocrit levels and hence to represent different viscosity values. The mixture of water and glycerol is a Newtonian liquid, while blood is generally non-Newtonian and exhibits a shear-thinning behavior for shear rates < 200 s −1 [23] . However, rotary blood pumps usually develop shear rates in the order of 10 4 s −1 [24] , thus blood can be approximated as a Newtonian fluid with constant viscosity of 3.4 mPa . s in those shear rate ranges. The viscosity of different water-glycerol mixtures was measured and modeled by various groups [25] . It was shown by Cheng [26] that his formula has an average predicting error of 1.3% in a range of 0-100 • C and 0-100% water in the water-glycerol mixture. The analytic kinematic viscosity was thus calculated by:
where ν 1 and ν 2 , are the kinematic viscosity of pure water and glycerol, respectively. The term α is a function of the mass fraction of glycerol w 2 and the temperature T of the solution defined as:
with a and b as polynomials of temperature:
b = (4.9 + 0.036T)a 2.5 (4) For ease of mixing with laboratory glass bottles, the mass fraction has been transformed to volume fraction through the density of the liquids. The kinematic viscosity can be transformed into dynamic viscosity by multiplying it with the density of the liquid. The kinematic and dynamic viscosity for the various water-glycerol mixtures used in this work can be seen in Table 1 . The 65/35 water-glycerol volume percentage liquid mixture has approximately the same viscosity as blood with 40% hematocrit in its Newtonian regime. 
Measurement Protocol
For the training data, the rotation speed of the pump was set at levels between 10000 and 30000 revolutions per minute (RPM) with a step size of 2500 RPM. For each RPM level, the hydraulic resistance of the system was varied by closing the throttle smoothly to produce monotonously falling flow rates in the range maximum flow rate Q max to no flow rate Q 0 and then monotonously rising flow rates Q 0 to Q max and their corresponding pressure drops p. Additionally, training data consisting of combinations of throttle setting and rotations speed in random steps was acquired, in order to capture the dynamical behavior of the system. The I, ω, Q, p quadruplets distributed over the whole operation range of the pump were recorded for 3 different test liquids (85/15, 65/35 and 50/50 water-glycerol volume percentage) with different viscosity ( Table 1. ). The test data set consisted of random combinations of ω and throttle setting and due to its randomness was different for each liquid mixture.
Additionally, a special type of signal, from here on referred to as the identification signal was recorded for each test liquid and was linked to its viscosity value. The identification signal consisted of 12 I, ω pairs and was recorded by doing an RPM sweep with a 2500 RPM step of the motor from 2500-30,000 RPM at open throttle and waiting for 1 s at each level. The identification signals were used to train a GP which linked each of the 12 I, ω pairs to the corresponding viscosity values of the liquid. A test set was also acquired for the evaluation of the model's performance.
Gaussian Process Models
A Gaussian process [22] (GP) model of a real process f (x) is described fully by its mean function m(x) and covariance function k
The GP prior defines joint Gaussian distribution between the random variable vectors of the training inputs f (X) and the test inputs f (X * ) i.e., the space of possible function values at training and test locations. The likelihood combines the observations y(X) with the random variable vector f (X) in a joint Gaussian distribution, essentially giving functions in f (X) that explain y(X) better a higher probability. The GP prior together with the likelihood form the Gaussian process model.
Gaussian Process Models Optimization
In this work, the mean and covariance functions, and the hyperparameters of the GPR models were optimized. Bayesian optimization method was used with the acquisition function expected improvement plus (EI+) [27] . Marginal likelihood was used as the objective function of the optimization process. The space of possible mean and covariance functions was spanned by: i.
Mean Function: {none, constant, linear, quadratic} ii. Covariance Function: {automatic relevance determination (ARD) exponential, ARD Matern kernel 3/2, ARD Matern kernel 5/2, ARD rational quadratic, ARD squared exponential, exponential, Matern kernel 3/2, Matern kernel 5/2, rational quadratic, squared exponential} It was found that a pure quadratic mean function
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are the best performing for both flow rate and pressure estimation. Finally, a custom GP model was developed from the data of each test liquid. The values of the hyperparameters θ (Equation (11)) were optimized for each one. In Equation (11) σ 2 f is the estimated measurement noise, σ 2 1 , . . . σ 2 d are the custom length scales and the β (Equation (6)) is the coefficient vector of the mean function. Thus, the total number of optimization parameters is equal to D + N + 1, where D is the dimension of the input space, N is the polynomial degree of the mean function and +1 denotes the noise model parameter.
The described optimization process was done for the GPR model for both pressure and flow rate estimation. The flow rate estimation model and the pressure difference estimation model both took as input the last n = 2, I, ω values for a total of 4 inputs and produced as outputs the predicted flow rate-Q and the predicted pressure difference-∆p together with their respective standard deviations (SD).
The prediction is:
with
where B comes from β ∼ N (b, B), K * is the covariance matrix of the test and training set, K y is the training set covariance matrix, K(X * , X * ) is the test set covariance matrix, H is the training data polynomial matrix, H * is the test data polynomial matrix.
Viscosity Estimation GP
A separate GPR model was developed for estimating the viscosity of the test liquid. It was optimized for mean function and covariance function similar to the other GPR models. However, here the optimum was found at no mean function and Matern kernel 5/2 covariance function
with,
This GPR model takes as an input the identification signal. The identification consists of 12 pairs of I, ω measurements at well-defined rotation speed values between 2500 RPM and 30,000 RPM in 2500 RPM steps for a total of 24 inputs.
Estimation Algorithm
Two algorithms for online estimation are proposed whose flowcharts are shown in Figure 2 . For the first one ( Figure 2a ) the system starts by acquiring an identification signal which is then used to Sensors 2020, 20, 1451 6 of 14 estimate the viscosity of the liquid. After that, a scheduling function enables the GP models which are most appropriate for the estimated viscosity levels. Then, the rotation speed and current of the motor are measured and used as inputs of the GP models that estimate the flow rate and the pressure difference. When a predefined time has elapsed, the identification signal is measured, and the viscosity is estimated to switch to the most appropriate GP model. Here the pressure is measured along with the motor current and rotation speed and the flow rate is estimated. If the uncertainty of the estimation is above a threshold, the viscosity is reidentified. Otherwise, the flow rate is continuously estimated until the uncertainty becomes high.
For the second algorithm (Figure 2b ), the estimation of viscosity is not done in a predefined time interval, but instead, the uncertainty of the GP model is used as a clue as to when the prediction is wrong and the model needs to be changed. To do that, the GP models need additional information that differentiates them from each other, for example, a measurement of either pressure difference or flow rate. Since miniature pressure sensors are readily available, the pressure is measured along with the motor current and rotation speed and those are used to estimate the flow rate. A GP model was trained for this estimation algorithm, which took the three measured signals as input and estimated the flow rate. The uncertainty of the flow rate prediction would signal if the GP model needs to be changed and the viscosity re-identified. First the viscosity is automatically detected and the most suitable model for flow rate estimation and/or pressure becomes active. (a) The pressure and flow rate are continuously estimated with the same model as long as the time elapsed since the last viscosity identification is below a threshold. When the threshold time T elapses, the viscosity is re-identified; (b) The second algorithm needs an additional measurement signal to automatically detect when the viscosity should be re-identified. Here the pressure is measured along with the motor current and rotation speed and the flow rate is estimated. If the uncertainty of the estimation is above a threshold, the viscosity is re-identified. Otherwise, the flow rate is continuously estimated until the uncertainty becomes high.
Results
For the second algorithm (Figure 2b ), the estimation of viscosity is not done in a predefined time interval, but instead, the uncertainty of the GP model is used as a clue as to when the prediction is wrong and the model needs to be changed. To do that, the GP models need additional information that differentiates them from each other, for example, a measurement of either pressure difference or flow rate. Since miniature pressure sensors are readily available, the pressure is measured along with the motor current and rotation speed and those are used to estimate the flow rate. A GP model was trained for this estimation algorithm, which took the three measured signals as input and estimated the flow rate. The uncertainty of the flow rate prediction would signal if the GP model needs to be changed and the viscosity re-identified.
System Characterization
As a first step of the system identification process, the characteristic curves of the custom-built pump were measured with different water-glycerol mixtures. Three clusters can be seen in the plot of Figure 3a , which corresponds to the Q-p characteristics of the pump at different motor speeds-15,000, 22,500, and 30,000 RPM. The color coding corresponds to 85%, 65% and 50% water volume in the water-glycerol mixtures that have different viscosity. The Q-p curves at equal motor speed start parallel at low flow rates. Then, after some viscosity dependent flow rate, the higher the viscosity the steeper the curves become. The Q-p curves represent the hydrodynamic behavior of the system which is the part of the system to be estimated. of Figure 3a , which corresponds to the Q-△p characteristics of the pump at different motor speeds-15000, 22500, and 30000 RPM. The color coding corresponds to 85%, 65% and 50% water volume in the water-glycerol mixtures that have different viscosity. The Q-△p curves at equal motor speed start parallel at low flow rates. Then, after some viscosity dependent flow rate, the higher the viscosity the steeper the curves become. The Q-△p curves represent the hydrodynamic behavior of the system which is the part of the system to be estimated. The I-ω characteristics or the so-called identification signal for different viscosities can be seen in the (b) plot of Figure 3 . The pumping of the most viscous liquid requires the most current at low rotation speeds, while at high rotation speeds the curves seem to converge.
Since we are trying to estimate flow rate and pressure difference from current measurements, it makes sense to look at what kind of curves describes the I-Q and I-△p relationships which are shown in Figure 4 . The I-Q curves shown in the (b) plot of Figure 4 seem to start parallel and almost vertically for low currents. At high flows-high motor currents they start to diverge. All curves become flatter at higher motor currents, but the effect is more pronounced for higher viscosities. The almost vertical region at low currents and low flow rates suggest there could be low sensitivity of the models in this The three clusters of curves in both plots correspond to different motor speeds while the color coding refers to different viscosities of the test liquid. The I-ω characteristics or the so-called identification signal for different viscosities can be seen in the (b) plot of Figure 3 . The pumping of the most viscous liquid requires the most current at low rotation speeds, while at high rotation speeds the curves seem to converge.
Since we are trying to estimate flow rate and pressure difference from current measurements, it makes sense to look at what kind of curves describes the I-Q and I-p relationships which are shown in Figure 4 . The I-Q curves shown in the (b) plot of Figure 4 seem to start parallel and almost vertically for low currents. At high flows-high motor currents they start to diverge. All curves become flatter at higher motor currents, but the effect is more pronounced for higher viscosities. The almost vertical region at low currents and low flow rates suggest there could be low sensitivity of the models in this region. The I-p curves on the (b) plot of Figure 4 seem to be parallel over the whole range of motor speeds and viscosities. For the same pressure difference, the system with more viscous liquid would require higher current. The results suggest that the curves are more separated at higher motor speeds, which is an effect that can be observed for all other characteristic curves except the ω-I curve in Figure 3b . for low currents. At high flows-high motor currents they start to diverge. All curves become flatter at higher motor currents, but the effect is more pronounced for higher viscosities. The almost vertical region at low currents and low flow rates suggest there could be low sensitivity of the models in this (b) (a) Figure 3 . (a) Q-△p characteristics of the motor -pump assembly used in the experiment. Three clusters of curves can be seen corresponding to three different motor speeds, while the color coding refers to different viscosities of the test liquid; (b) ω-I characteristics of the motor -pump assembly. The motor current is plotted in a boxplot versus motor speed and viscosity of the test liquid. The three clusters of curves in both plots correspond to different motor speeds while the color coding refers to different viscosities of the test liquid. 
(b) (a)
Estimating the Flow Rate and Pressure Difference
A GPR model was built for the estimation of both flow rate and pressure difference for each different test liquid. Then the fitness of the estimation E ij was evaluated for a test signal from each test liquid with different viscosity i = 3, estimated with each model trained on a different liquid j = 3 resulting in a total of i × j = 9 predictions. The mean correlation coefficient for all blood flow rate predictions E ij , with i = j, was calculated at r 2 = 0.98, while the RMSE = 46 mL . min −1 and the maximum error (definition see Appendix A below) ERR max = 391 mL . min −1 ( Figure 5 ) and for pressure difference ( Figure 6 ) r 2 = 0.98, RMSE = 8.7 mmHg and ERR max = 67 mmHg. In comparison these values for the predictions E ij , with i j, were: r 2 = 0.94, RMSE = 236 mL . min −1 , ERR max = 555 mL . min −1 for blood flow rate and r 2 = 95, RMSE = 29 mmHg, ERR max = 109 mmHg for pressure difference. Figure 4 seem to be parallel over the whole range of motor speeds and viscosities. For the same pressure difference, the system with more viscous liquid would require higher current. The results suggest that the curves are more separated at higher motor speeds, which is an effect that can be observed for all other characteristic curves except the ω-I curve in Figure  3b .
A GPR model was built for the estimation of both flow rate and pressure difference for each different test liquid. Then the fitness of the estimation was evaluated for a test signal from each test liquid with different viscosity i = 3, estimated with each model trained on a different liquid j = 3 resulting in a total of i j = 9 predictions. The mean correlation coefficient for all blood flow rate predictions , with i = j, was calculated at r 2 = 0.98, while the RMSE = 46 mL . min -1 and the maximum error (definition see appendix A below) ERRmax = 391 mL . min -1 ( Figure 5 ) and for pressure difference ( Figure 6 ) r 2 = 0.98, RMSE = 8.7 mmHg and ERRmax = 67 mmHg. In comparison these values for the predictions , with i ≠ j, were: r 2 = 0.94, RMSE = 236 mL . min -1 , ERRmax = 555 mL . min -1 for blood flow rate and r 2 = 95, RMSE = 29 mmHg, ERRmax = 109 mmHg for pressure difference. 
Estimating the Viscosity of the Test Liquid
The viscosity of the liquid was estimated by sending the identification signal through the pump, measuring the electric current and motor speed and using those as inputs to a GPR model, which then predicted the viscosity. A result of the estimation can be seen in Figure 7 with some measures for fitness. All viscosity values at multiples of 5% volume have been part of the training of the model, while the liquids at 33% and 36.5% volume are unknown to the model. The overall correlation coefficient for the estimation of viscosity was r 2 = 0.98, while RMSE = 0.11 mPa . s and ERR max = 0.77 mPa . s. If the 33% and 36.5% water volume fraction liquids are also included in the training process, the estimation error improves to RMSE = 0.049 mPa . s. The results of the improved estimation can be seen in Figure 8 . 
The viscosity of the liquid was estimated by sending the identification signal through the pump, measuring the electric current and motor speed and using those as inputs to a GPR model, which then predicted the viscosity. A result of the estimation can be seen in Figure 7 with some measures for fitness. All viscosity values at multiples of 5% volume have been part of the training of the model, while the liquids at 33% and 36.5% volume are unknown to the model. The overall correlation coefficient for the estimation of viscosity was r 2 = 0.98, while RMSE = 0.11 mPa . s and ERRmax = 0.77 mPa . s. If the 33% and 36.5% water volume fraction liquids are also included in the training process, the estimation error improves to RMSE = 0.049 mPa . s. The results of the improved estimation can be seen in Figure 8 . 
Estimation of Uncertainty
For the second proposed online estimation algorithm ( Figure 2b ) the uncertainty of the predictions signals the switching between GP models. The standard deviation of the prediction was estimated to be 26 mL . min -1 for Q and 5.5 mmHg for △p for , with i = j, and 31 mL . min -1 for Q and 6.2 mmHg for △p for , with i ≠ j. Figure 9 summarizes and visualizes those results and compares them to the RMSE. In all cases , with i = j the SD is lower compared to the , with i ≠ j, thus SD could be used as a signal that gives information about the error of the prediction model. 
For the second proposed online estimation algorithm ( Figure 2b ) the uncertainty of the predictions signals the switching between GP models. The standard deviation of the prediction was estimated to be 26 mL . min −1 for Q and 5.5 mmHg for p for E ij , with i = j, and 31 mL . min −1 for Q and 6.2 mmHg for p for E ij , with i j. Figure 9 summarizes and visualizes those results and compares them to the RMSE. In all cases E ij , with i = j the SD is lower compared to the E ij , with i j, thus SD could be used as a signal that gives information about the error of the prediction model. 
Discussion
In this work, the viscosity, flow rate, and pressure difference were estimated with the help of GPR models for a system consisting of a pump-motor assembly and various test liquids that model blood at different hematocrit levels with different viscosity.
The various system characteristic curves shown in Figures 3 and 4 show distinct forms and suggest that there might be a unique mapping from the space of motor current and rotation speed to the space of pressure difference and blood flow rate. However, this mapping is unique only if a single test liquid is considered. As an example, at I=-300 mA and ω=30000 RPM the flow rate for the different liquids is approximately Q50/50 = 700 mL . min -1 , Q85/15 = 950 mL . min -1 , Q65/35 = 1050 mL . min -1 , i.e., the mapping is not unique for the pump-motor assembly, but for the pump-motor-liquid system. Therefore, a separate GPR model was built for each liquid with different viscosity. Another possible Q △p RMSE SD Figure 9 . Illustrating the correlation between standard deviation and root mean squared error of the prediction. The left column of matrices shows the results for flow rate and the right column for pressure difference. The top row shows the matrices for standard deviation and the bottom row for RMSE. The matrices themselves show results for the 3 presented liquids thus far the 506,585 volume percentage water in the water-glycerol mixture. The diagonal values correspond to predictions E i j , with i = j, while off-diagonal values correspond to E i j , with i j. It can be seen that in both RMSE and standard deviation (SD) the diagonal values are much smaller than the off-diagonal values.
The various system characteristic curves shown in Figures 3 and 4 show distinct forms and suggest that there might be a unique mapping from the space of motor current and rotation speed to the space of pressure difference and blood flow rate. However, this mapping is unique only if a single test liquid is considered. As an example, at I = −300 mA and ω = 30,000 RPM the flow rate for the different liquids is approximately Q 50/50 = 700 mL . min −1 , Q 85/15 = 950 mL . min −1 , Q 65/35 = 1050 mL . min −1 , i.e., the mapping is not unique for the pump-motor assembly, but for the pump-motor-liquid system. Therefore, a separate GPR model was built for each liquid with different viscosity. Another possible solution is to train a single GPR model with an additional input parameter-the viscosity of the liquid. However, this approach is much more computationally expensive as the matrix inversion during the optimization/estimation process scales with~O(N 3 ). The non-uniqueness of the mapping also makes it necessary to include the additional signal measurement for the estimation algorithm in Figure 2b . Without it, the estimation could be completely wrong without any indication, since the motor current and rotation speed ranges are almost identical for all test liquids. At low rotation speeds, it is hard to distinguish between the characteristic curves of different test liquids, which is not a problem for high rotation speeds. Consequently, at a low rotation speed, even a wrong model would predict correctly. However, in this case, the controller would not know that the model is wrong since the SD of the prediction would also be low.
The estimation for the viscosities that were part of the training process is very accurate-RMSE = 0.07 mPa . s-even though the identification signal itself is new, and unknown to the model. However, the estimation of the viscosity of the new liquids is not as good-RMSE = 0.6 mPa . s-because the model has not been trained with data in that region. The viscosity estimation was improved by including more training points (Figure 9 ). This implies that the estimation accuracy can be improved further simply by introducing more data in a region of interest. For example, one might be interested in high estimation accuracy of blood viscosity with around 40% hematocrit. Then it would be sufficient if data is collected at several distinct hematocrit levels around the 40% mark and subsequently used to re-train the GPR model. The hydraulic resistance that the pump is exposed to does not change in our system, therefore the identification signal was always acquired in the same throttle position. This might not be the case for heart pumps.
A GP can be looked at as defining a radial basis function network (RBFN) with several basis functions equal to training data points and centered at each training data point [28] . Indeed, every arbitrary function can be expressed as a possibly infinite sum of radial basis function-i.e., RBFN is a universal approximator [29] . However, the advantage of a GP over an RBFN is that the number of optimization parameters is drastically reduced and in addition, the GP provides information about the certainty of the prediction. As discussed, the GPR model has D+N+1 optimization parameters while an RBFN would have to optimize for at least several parameters equal to the number of training points.
GP models output a Gaussian distribution, i.e., a mean and standard deviation, instead of a single value. This is a great advantage over non-probabilistic methods, e.g., polynomial models that always output a prediction even if that prediction is wildly incorrect. The level of uncertainty of the GPR prediction was used to automatically detect a shift in the viscosity of the test liquid.
One drawback of the GPR models, and in general all black box methods is that the model can never be more precise than the precision of the sensor used to collect the training data. Also, the model would learn and incorporate the biases of the sensor. The RMSE of the prediction for flow rate and pressure difference was measured at 46 mL . min −1 and 8.7 mmHg, respectively. The accuracy of the sensors is reported to be~40 mL . min −1 and 7.5 mmHg for flow rate and pressure, respectively. Thus, it can be concluded that the presented models cover almost all the variability in the data and the uncertainty in the prediction is mostly of an aleatoric character. Additionally, there might be some bias in the test sets presented in this work, because the throttle was operated by hand, but the bias was in no way intended.
The order of the pressure estimation and flow rate estimation models was chosen to be 2 because it gave good correlation and small error between estimated and observed values. Additionally, a second-order model allows for the modeling of dynamic behavior such as time derivatives of input signals. However, that might not be the optimal order for the models. A more thorough analysis would be to train models with a larger amount of delayed inputs and choose the one, which has the best compromise between low objective function value and model complexity. In a sense of a polynomial model for statistical analysis of time series, the optimal order would correspond, according to Taken's theorem [30] , to less than 2d+1, where d is the order of the nonlinearity in the underlying process. A possible nonlinearity that was not modeled by the GPR of order 2 can be seen in the low flow rates regime in Figure 5b , where the scattered data deviates from the line of the perfect fit.
Another limitation is that instead of blood, various water-glycerol mixtures were used. Even though the shear rates produced by the pump are high enough so that blood can be approximated as a Newtonian liquid, there might be low-velocity zones in the flow profile, where the shear-thinning behavior of blood might come into play. However, in this work a Newtonian blood substitute was used, because the focus was more on the modeling of the system and proof of concept for the estimation of Q, p, µ. Blood models that also exhibit shear-thinning behavior can be found in Campo-Deaño et al. [31] . A further limitation is that the density of the test liquids was not considered to be a variable during the modeling process. The pressure difference that the pump produces is
with ρ the density of the liquid, g is the acceleration due to gravity and H is the pump pressure head. The effect of the density can be seen in Figure 3a , where for zero flow, the pressure difference developed by the pump is different for the different liquids. If instead H is used as a dependent variable in the estimation process, the model would become independent of ρ and all lines in Figure 3 would start at the same pressure head for zero flow. However, usually in physiological control applications, p developed by the pump is of interest instead of H.
In conclusion, the feasibility of flow rate, pressure difference, and viscosity estimation from motor rotation speed and electric current was presented. The non-linear mappings from ω-I to Q, p, µ, were modeled with GPR models, which were optimized for mean and covariance functions and hyperparameters. Blood with different hematocrit levels was modeled as different volume percentages of water-glycerol mixtures. The dynamic estimation of flow rate and pressure difference was very accurate (blood flow rate r 2 = 0.98, RMSE = 46 mL . min −1 ; pressure difference r 2 = 0.98, RMSE = 8.7 mmHg) and it was shown that it could be easily implemented for online use by including a viscosity measurement (r 2 = 0.98, RMSE = 0. 0.049 mPa . s). In future work, the performance of the method will be tested in vitro with blood as a test liquid. 
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Appendix A
Measures of Fitness
The correlation coefficient (r 2 ), the RMSE and the maximum error (ERR max ) were used to evaluate the performance of the estimation. The r 2 represents the extent to which the variance of the data is explained by the model. An r 2 = 1, would suggest that all variance of the system is captured by the model, while r 2 = 0, would suggest that the model is not explaining the underlying phenomena at all. The correlation coefficient r 2 , is defined as:
whereX i and X i are the estimated and measured variable, X is the mean of the measured variable and n is the number of observations. The RMSE is a measure of the mean error that we can expect from the prediction. The RMSE is defined as:
The maximum error that is observed during the prediction is captured by:
